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Abstract. Chronic liver disease is a worldwide health problem, and hepatic fibrosis (HF) is one of the hallmarks
of the disease. The current reference standard for diagnosing HF is biopsy followed by pathologist examination;
however, this is limited by sampling error and carries a risk of complications. Pathology diagnosis of HF is based
on textural change in the liver as a lobular collagen network that develops within portal triads. The scale of
collagen lobules is characteristically in the order of 1 to 5 mm, which approximates the resolution limit of in
vivo gadolinium-enhanced magnetic resonance imaging in the delayed phase. We use MRI of formalin-fixed
human ex vivo liver samples as phantoms that mimic the textural contrast of in vivoGd-MRI. We have developed
a local texture analysis that is applied to phantom images, and the results are used to train model observers to
detect HF. The performance of the observer is assessed with the area-under-the-receiver–operator-character-
istic curve (AUROC) as the figure-of-merit. To optimize the MRI pulse sequence, phantoms were scanned with
multiple times at a range of flip angles. The flip angle that was associated with the highest AUROC was chosen
as optimal for the task of detecting HF. © The Authors. Published by SPIE under a Creative Commons Attribution 3.0 Unported License.

Distribution or reproduction of this work in whole or in part requires full attribution of the original publication, including its DOI. [DOI: 10.1117/1.JMI.3.3
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1 Introduction
Chronic liver disease (CLD) is a widespread health concern that
represents a common disease pathway for a number of important
etiologies, including nonalcoholic steatohepatitis (NASH), alco-
holic cirrhosis, and viral hepatitis.1,2 These diseases lead to
inflammation and damage, usually first involving the portal
triad region surrounding the hepatic lobules, resulting in the
deposition of collagen scar tissue in the extracellular matrix
(ECM), a process diagnosed as hepatic fibrosis (HF).1,3–5 HF is
the hallmark of CLD.2,6–8 Monitoring for the presence of HF and
staging (quantifying) the severity and progression over time are
essential for the diagnosis and therapeutic management of CLD.

The current reference standard for CLD diagnosis and HF
staging is needle biopsy of the liver.6,9–11 Biopsy provides
cellular-resolution images that make it possible for a pathologist
to identify fibrotic tissue and stage severity. When providing
a diagnosis of HF, a pathologist will report severity using a
numerical staging system based on one of several alternative
scoring methods. Two of these techniques are the “Ishak score,”
using a seven-point scale, and the “METAVIR score,” which
uses a five-point severity scale.3,9 Each scale has metrics for
determining the severity of HF and each institution or medical
organization adopts a particular scale.

Needle biopsy can provide diagnostic specificity for HF, but
the technique suffers from multiple drawbacks.2,8,10,12,13 The
sample recovered in needle biopsy is ∼1 mm3 and is used to

determine the health of an organ ∼50;000 times larger than
the sample’s volume; CLD is a nonuniform disease affecting
different regions to different degrees, making biopsies prone
to volume sampling errors. Additionally, pathologists require
extensive training to make a quantitative assessment of HF, and
there is a significant variance between scores,6,9,10,14,15 either
between pathologists within the same center or between centers,
which may be aggravated when different scales are used. There
is also risk for the patient, who must undergo an invasive pro-
cedure that has potential complications, including pain, bleed-
ing, and/or infection.

HF caused by CLD can be treated with therapies that delay
progression or reverse damage to the liver; therapy is most effec-
tive if HF is diagnosed in early-stage disease. Change of lifestyle
is effective at delaying or preventing progression of CLD in the
cases of alcoholic liver disease and NASH.16–18 There are also
antiviral treatments for viral hepatitis.19,20 The capacity to pro-
vide a quantitative, whole liver, noninvasive MRI surrogate
measure for HF would be of pivotal impact to the diagnosis,
management, and further development of improvements in new
therapies.

As mentioned, the METAVIR score is a method to stage HF
from needle biopsy.9 It has also been suggested as a reference
scale for studies that use MRI techniques to stage HF. The
METAVIR score is based on a five-point scale ranging from F0
to F4. F0 corresponds to a healthy liver with no detectable HF.
F1 is diagnosed when collagen has formed around the portal
triads, the veins that supply blood to the hepatocytes that per-
form the primary function of removing toxins from the blood;
F2 is based on identifying HF extending from the portal triads
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with fibrosis branching out between the triads; F3 stage is based
upon identifying fibrosis bridging across portal triads; and F4,
also referred to as cirrhosis, is called when thickened fibrotic
bands both bridge triads and encase liver lobules.

Magnetic-resonance elastography (MRe)13,21–24 is another
MRI method that has been developed for HF detection and stag-
ing. MRe utilizes an externally triggered transducer that produ-
ces mechanical, pneumatically driven, longitudinal pressure
distortion waves on the surface of the patient’s body that transfer
to the liver.21,22,25,26 Deformation in response to the pressure
waves is spatially and temporally measured using a phase-sen-
sitive MRI technique, allowing conversion to a measure of liver
tissue stiffness.21,24,27–29 Liver stiffness has been shown to cor-
relate with the presence of HF.13,24,27,30–32 Limitations of MRe
include the requirement for specialized equipment, additional
time in the MR scanner, potential patient discomfort, and that
MRe is relatively insensitive to early stages of HF,23,27,29 ≤F2
disease. Our goal is to develop a quantitative MR imaging tech-
nique directly sensitive to the textural changes the pathologist is
observing, but with the advantages of being noninvasive, fast,
requiring only standard MRI systems, and with the capacity
to provide whole-liver sampling.

Gadolinium (Gd) contrast agent (gadobenate dimeglumine)
has previously been shown to accumulate in the extracellular
space where collagen has emerged in the liver, providing con-
trast between healthy and fibrotic tissue.2,6 Gadolinium reduces
the T1 and T2 wherever it accumulates. The effect on T1 is
much greater than on T2, making gadolinium an effective in vivo
T1-imaging contrast agent.33 In vivo images suitable for the
detection of HF are collected with a T1-weighted MRI pulse
sequence at the delayed phase of Gd-enhancement. The spatial
resolution achievable in images acquired by clinical MRI is very
near the scale of the characteristic size of the hepatic lobule and
larger HF bands. However, the images are challenging to ana-
lyze reproducibly and quantitatively by unaided radiologists.

Since statistics of the data are not known, we chose to assume
the data obey normal statistics, and use a Hotelling observer to
assess local texture in formalin-fixed liver samples obtained at
autopsy using MR images. Data were collected with a 3-D
gradient-echo pulse sequence using a TR/TE/NA of 9.79 ms∕
4.44 ms∕2. These settings were chosen, based on results outlined

in Section 2.1, to recreate the contrast observed in vivo in Gd-
enhanced images that radiologists read to assess HF.

In clinical MRI, the operator has control over the TR, TE,
and flip angle, and receives radiologist feedback to confirm if
the sequence is collecting images with diagnostically acceptable
contrast. The image sequence used is not necessarily ideal for
performing the task of separating images of F0 and F4 liver
images with a mathematical observer. Our goal is to use task-
based performance assessment using a linear ideal (Hotelling)
observer to determine the optimal parameters for maximizing
sensitivity to fibrotic structures in MR imaging.

The TR, TE, and flip angle parameters directly contribute to
the contrast of an MR image. However, TR and TE also directly
impact the scan time of the image sequence. Increasing the dura-
tion of the MR acquisition in the abdomen is not desirable due to
increased artifacts from motion associated with the patient’s
breathing. Changing the flip angle has a similar effect on overall
contrast without significantly impacting the length of the
sequence. For this reason, we focus on determining the ideal flip
angle for an MR sequence that will be used to assess HF.

We use area-under-the-receiver–operator-characteristic curve
(AUROC) as the figure-of-merit, and present results of a study to
find the optimal flip angle for detecting HF in liver phantoms.
This optimization method is translatable to the clinical setting.

2 Materials and Methods

2.1 Liver Phantoms

Liver specimens were recovered from the University of
Arizona’s Department of Pathology for use as MRI phantoms.
One- to two-inch thick slices were sectioned during autopsy and
fixed in formalin. After the liver was fixed in formalin, biopsies
were collected and the phantom placed in an air-tight container.
The containers were then placed in the MRI to collect images.

To confirm our observation that MRI of formalin-fixed tissue
is comparable to clinical contrast-enhanced MRI, we compared
the textures of the liver tissues using a technique introduced by
Burgess et al. The method takes the Fourier transform of the data
and measures the radially averaged power spectra in frequency
space. The results are reported on a log–log scale to determine
the slope of the power spectra. Imaging modalities with similar

Fig. 1 (a) Log of the average power spectra �2σ of in vivo and (b) ex vivo healthy and diseased liver
tissue, plotted against a log frequency scale with �2σ.
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slopes in the spectral density have similar image features.34,35

We compared healthy and cirrhotic patient data to healthy
and cirrhotic phantom images. Patient data were collected at
a TR/TE/FA of 4.36 ms∕2.3 ms∕10 deg and phantom data
were collected at a TR/TE/FA of 9.79 ms∕4.44 ms∕10 deg.
All data sets were collected with resolutions of 1.5 mm2 in-
plane resolution at a slice thickness of 3 mm. Results for this
experiment are shown in Fig. 1. All of the collected spectra
exhibited similar slopes to within experimental error. With this
result, we conclude that the formalin-fixed tissue produces
images with textures similar to in vivo clinical images of fibro-
sis. Higher-resolution in vivo experiments are not yet possible
due to the limitations of patient respiratory motion.

2.2 Magnetic Resonance Imaging

All images in this optimization study were collected on a
Siemens 3T Skyra MRI using the Siemens flex body imaging
coil using a 3-D gradient-echo T1-weighted imaging sequence
(3-D VIBE, Siemens) with TR∕TE ¼ 9.79 ms∕4.44 ms, 2
averages, and a range of FAs from ∼10 to ∼50 deg. The FAs
available are based on hardware limitations. A field-of-view
(FOV) of 26.5 × 26.2 × 3.36 cm with a sampling matrix of
768 × 760 × 96 was selected, resulting in images with isotropic
resolution of 0.35 mm3. All images were collected at room tem-
perature (22°C). The total scan time at one FAwas ∼25 min. We
collected enough data to fully train the covariance matrices
required to calculate the Hotelling observer. This MRI optimi-
zation method will eventually be repeated with in vivo data sets
once enough patient images are collected.

Before the mathematical observer was trained to perform the
task of HF-detection on liver tissue, a basic threshold was imple-
mented to segment out and remove areas of the image that
contained blood vessels from the analysis. We found this to be
a necessary step in developing the observer technique.

2.3 Biopsy

Tissue biopsy was used as the gold standard to determine the
METAVIR score for the phantoms prior to imaging. Eight
scalpel biopsies of 10 × 10 × 1 mm3 size were collected from
each formalin-fixed liver. Large biopsies were possible since
the tissue was excised from autopsy. H&E stained slides were

Fig. 3 Representative slice images of (a) F0, (B) F1, (c) and (D) F4
phantoms at a 19-deg flip angle. Image resolution is 0.35 mm3

isotropic.

Fig. 2 Biopsy-slide images for all four phantoms. (a) Assessed as an F0 (healthy) liver, (b) F1 (early
indications of fibrosis), (c) and (d) both diagnosed as F4 (cirrhotic) livers.
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prepared for review by a pathologist, who evaluated each sample
for the stage of fibrosis. Only phantoms with consistent
METAVIR scores were selected to train and test the observers.

2.4 Local Texture Analysis

We tested texture analyses based on a local, normalized, 2-D
discrete autocorrelation (2DAC) and a local, normalized, 2-D
discrete circular autocorrelation (2DCC). We found that a
Hotelling observer working with 2DCC is capable of distin-
guishing whether local regions drawn from an F0∕F1 or an F4
liver while requiring a modest amount of training data. The
2DCC is given by
EQ-TARGET;temp:intralink-;e001;63;612

S 0
k;l ¼

XM
m¼1

XN
n¼1

fðm; nÞf�½σðm − kþMÞ;

σðn − lþ NÞ� 1 ≤ k ≤ M

1 ≤ l ≤ N
;

Sk;l ¼
S 0
k;l

~S 0
max

; (1)

where σ is the modulo function that represents a circular shift of
the conjugate vector.M and N are set to the ROI size; both were 7

in this experiment to encompass a little more than one typical
ECM cell. The final vector is normalized a maximum value of one.
The results of the 2DCC on many 7 × 7 pixel regions of interest
(ROIs) were the data used to train the optimal linear observer.
Training ROI’s were nonoverlapping and included no major blood
vessels as a result of the threshold mask. The symmetries of the
2DCC ensured that the observer had no orientational dependence.

2.5 Optimal Linear Observer

To perform the classification task between a signal-absent class
corresponding to normal liver, and a signal-present class corre-
sponding to fibrotic liver, an optimal linear observer that maxi-
mizes detection signal-to-noise ratio (SNR), also known as the
Hotelling observer, was trained using local 2DCCs from 2-D slices
from MR images of phantoms with METAVIR scores confirmed
via biopsy. The set of pixels from the texture analysis were ordered
as a P × 1 vector.36,37 The optimal linear observer template, is also
a P × 1 vector and a test statistic is calculated as an inner
product between a data vector and the observer vector36,37

EQ-TARGET;temp:intralink-;e002;326;540τð~gÞ ¼
XP
p¼1

wpgp ¼ ~wt~g: (2)

The Hotelling observer is given by36,37

Fig. 4 Average template �σ variation between different training and testing data combinations for each
acquired flip angle.
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EQ-TARGET;temp:intralink-;e003;63;368~w ¼
�
K1 þK0

2

�
−1
ðg1!− g0

!Þ; (3)

whereKj is the covariance matrix of the training data from class j
and ḡ1 is the corresponding mean data. The Hotelling observer is
the ideal linear observer when the data vectors are described by
multivariate normal statistics and the covariance matrices of the
data in each class are equal or approximately equal.

The recovered test statistic τðgÞ is used to make a decision
based on a threshold. If τðgÞ is greater than τth then it is decided
that H1 is true, whereas if τðgÞ is less than τth, H0 is true.37

2.6 Ideal Quadratic Observer

The Hotelling observer is the ideal observer only when
K0 ≅ K1. However, if the statistics are multivariate normal but
the covariance matrices are not equal or nearly equal, then the
quadratic observer is the ideal observer. It is given by

EQ-TARGET;temp:intralink-;e004;63;170τð~gÞ ¼ 1

2
ð~g − g0

!ÞtK−1
0 ð~g − g0

!Þ − 1

2
ð~g − g1

!ÞtK−1
1 ð~g − g1

!Þ:
(4)

The ideal quadratic observer can be computed with the same
data required to train the linear observer.38 Decisions are made in
the same manner as for the linear observer, using a comparison
of τð~gÞ to tth to decide if ~g is a member of H0 or H1.

2.7 Receiver Operator Characteristic Analysis

We recovered the receiver–operator-characteristic (ROC) curves
and calculated the AUROC as the figure-of-merit for the
observer. To perform ROC analysis, τth was varied across the
range of possible τ values spanned by the test statistics τ0 and
τ1. τ0 is the test statistics from confirmed signal-absent testing
data and τ1 is the test statistics from confirmed signal-present
testing data. At each threshold τth, the false-positive fraction
(FPF) and true-positive fraction (TPF) were calculated37 using

EQ-TARGET;temp:intralink-;e005;326;262FPF ¼ 1 −
P

τ0 < τthP
τ0

; (5)

and

EQ-TARGET;temp:intralink-;e006;326;218TPF ¼
P

τ1 > τthP
τ1

; (6)

P
τi denotes the total number of test statistics and

P
τið> k <Þτth

denotes the number of scalar test statistics either above or below
the threshold.

For each threshold, the TPF was plotted as a function of the
FPF, forming the ROC curve. The figure-of-merit for the ROC
curve is the AUROC, which has a possible range from 0.5 to 1.0.
An AUROC of 0.5 denotes a situation where the distribution of
test statistics fully overlap one another and the observer can do
no better than random guessing. An AUROC (or AUC for short)
of 1.0 means a complete separation of the test-statistic distribu-
tions and perfect observer performance.

Fig. 5 2-D representation of the templates for each acquired flip angle.
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2.8 Curve Fitting

To determine the optimal FA, the AUC was plotted as a function
of FA, AðθÞ. A smoothing spline was implemented to interpolate
the AUC data using the MATLAB® smoothing toolbox.
The optimal FA was selected at the maximum of the spline
curve.

3 Results

3.1 Liver Phantoms and Biopsy

We collected biopsies from four liver phantoms fixed in for-
malin for imaging with MRI. Each phantom had biopsies from
eight regions assessed by a pathologist. Only phantoms with

Fig. 6 (a)–(e) The sample covariance matrices for a representative set of training data at each flip angle.
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homogeneous biopsy results were used in this study. Two
phantoms were reported as F4, one as F0, and one as F1.
Representative images of biopsy slides are provided for each
phantom in Fig. 2.

The F0 sample showed no sign of fibrosis, whereas the F1
biopsy showed early fibrosis forming around the portal veins.
The two F4 phantoms have a complete ECM and lobules
were clearly visible in the biopsy slides. The F0 and F1 livers
were used to define the signal-absent class of the linear and
quadratic observers and the two F4 livers define the signal-
present class to train the model observers. Figure 3 provides a
representative MRI of the phantoms at TR/TE 9.79 ms∕4.44 ms
at FA 19 deg associated with each biopsy sample.

3.2 MRI of Liver Phantoms

Each phantom was imaged at five flip angles: 8, 15, 19, 30, and
45 deg in order. Selected slices from each phantom at 19 deg are
shown in Fig. 3.

The images from the F0 and F1 phantoms appear relatively
untextured and the liver tissue appears uniform in signal
throughout a majority of the tissue. The F1 liver in Fig. 3(b)
has some features associated with vasculature. This is dependent
on the location the slice is removed from during autopsy. The
vasculature features, which are dark, are ignored by our analysis.
The F4 images suggest that there is visible contrast between the
ECM and liver tissue in the cirrhotic livers that appears at the
expected length scale associated with fibrosis.

3.3 Training Model Observers

The set of local 2DCCs from the F0 and F1 phantoms comprised
our signal-absent data for training a model observer and the
2DCCs from the two F4 phantoms comprised the signal present
data. To avoid bias in the results, only one phantom was used to
train the model observer; the other phantom was selected as the
testing data. With four phantoms, two in each class, we could
derive and test 4 independent observers to check for reproduc-
ibility. 7 × 7 pixel ROIs were selected with independent gridd-
ing to calculate the means and covariance matrices. With this
selection method, the liver in Fig. 3(a) had 248,439 ROIs,
the liver in Fig. 3(b) had 56,865 ROIs, the liver in Fig. 3(c)
had 49,858 ROIs, and the liver in Fig. 3(d) had 127,150
ROIs. The linear observers for each FA are shown in flattened
1-D form of length P in Fig. 4, based notation in Eq. (5). The
observer index is the vector component. We find that the tem-
plates all detect the same features, regardless of choice of train-
ing and testing data and FA—namely the peaks in the 2DCC
function associated with the ECM cell size. Figure 5 provides
the 2-D representation M × N of the templates at each FA for
one set of training data, based on indexing in Eq. (1). The 2-D
templates show a high degree of rotational symmetry, as
expected for 2DCCs, which make the results invariant to
image rotation.

The Hotelling observer has a template form w
⇀
that one can

visualize, whereas the quadratic observer does not. The sample
covariance matrices for each flip angle for a representative sig-
nal-absent and signal-present training combination are shown
in Fig. 6.

3.4 ROC Analysis and Curve Fitting

The four phantoms allowed for four different combinations
of training and testing data, for which ROC analysis was

performed and the AUC for each combination was calculated
as a function of flip angle. ROIs were selected with a sliding
window to increase sensitivity to local changes in texture; the
liver in Fig. 3(a) had 7,686,034 ROIs, the liver in Fig. 3(b)
had 2,952,176 ROIs, the liver in Fig. 3(c) had 2,503,899 ROIs,
and the liver in Fig. 3(d) had 6,053,726 ROIs. The AUC values
are plotted as a function of flip angle in Fig. 7.

The mean relative AUCs, after a minimal least squares
adjustment to remove overall offsets between training and test-
ing combinations, were computed as a function of flip angle, and
plotted for the linear and quadratic observers in Figs. 8 and 9,
respectively. The optimal flip angle was chosen based on maxi-
mizing the AUC and for both the linear and quadratic observers
was found to be near 24 deg. The AUC values for the quadratic
observer did not improve upon the AUC values of the linear
observer.

Fig. 7 AUC as a function of flip angle for the four independent combi-
nations of training and testing data.

Fig. 8 Plot of the relative AUC for a linear observer as a function of flip
angle.

Journal of Medical Imaging 035502-7 Jul–Sep 2016 • Vol. 3(3)

Brand et al.: Task-based optimization of flip angle for fibrosis detection in T1-weighted MRI of liver

Downloaded From: http://medicalimaging.spiedigitallibrary.org/ on 01/26/2017 Terms of Use: http://spiedigitallibrary.org/ss/termsofuse.aspx



4 Conclusions and Future Work
Task-based optimization of MRI acquisition sequence parame-
ters can be carried out whenever a model observer is applied to
the MRI images, and this method should have extensive utility
for a variety of clinical applications.

The method of optimization shown in this work was focused
on phantoms, but the approach can be translated to clinical prac-
tice. Similar studies are planned that use data collected from
in vivo scans and will thus be useful for improving patient
sequences. The optimal flip angle determined for ex vivo phan-
toms at our resolution is not necessarily the optimal flip angle
for the in vivo experiments.

Additionally, more moderate cases of HF will be collected to
establish the AUCs for early detection. This will have the chal-
lenge of identifying intermediate cases, i.e., F1, F2, and F3, with
gold standard verification. We expect to extend our techniques
to repeat the optimization experiment for best multiple-class
decisions.

We are acquiring more phantom data with early stage liver
disease to further develop this tool, but this is difficult due to
limited access to autopsy tissue samples. Even though only a
limited number of phantoms were used in the current work,
we were able to collect enough training data to calculate the
required covariance matrices and test the Hotelling template.
We are also considering alternatives to the 2DCC for local tex-
ture analysis.

Acknowledgments
This research was supported in part by a grant from the Arizona
Biomedical Research Commission (ADHS14-082996) and the
Biomedical Imaging and Spectroscopy Fellowship (NIH/NIBIB
T32-EB000809). We thank the faculty and staff of the Univer-
sity of Arizona, Banner University Medical Center Pathology
Department, with special thanks to Dr. Bruce Parks, M.D.,
Dr. Richard Sobonya, M.D., Dr. Cornel Moga M.D., and
Samuel Kinghorn for providing the tissue samples and other
necessary resources for preparing our phantoms. Finally, the
authors thank Eric A. Clarkson, Ph.D., and Matt A.
Kupinski, Ph.D., for their training in the field of model observer
training and testing.

References
1. R. Bataller and D. Brenner, “Liver fibrosis,” J. Clin. Invest. 115(2), 209–

218 (2005).
2. D. R. Martin et al., “Liver MRI and histological correlates in chronic

liver disease on multiphase gadolinium-enhanced 3D gradient echo
imaging,” J. Magn. Reson. Imaging 36(2), 422–429 (2012).

3. R. A. Standish et al., “An appraisal of the histopathological assessment
of liver fibrosis,” Gut 55(4), 569–578 (2006).

4. M. G. Ghany and E. Doo, “Assessment of liver fibrosis: palpate, poke or
pulse?” Hepatology 42(4), 759–761 (2005).

5. H. L.-Y. Chan et al., “Hepatitis B virus genotype C is associated with
more severe liver fibrosis than genotype B,” Clin. Gastroenterol.
Hepatol. 7(12), 1361–1366 (2009).

6. D. R. Martin et al., “Reversible heterogeneous arterial phase liver per-
fusion associated with transient acute hepatitis: findings on gadolinium-
enhanced MRI,” J. Magn. Reson. Imaging 20(5), 838–842 (2004).

7. S. M. Martinez et al., “Longitudinal liver stiffness assessment in patients
with chronic hepatitis C undergoing antiviral therapy,” PLoS One 7(10),
e47715 (2012).

8. R. G. Barr et al., “Elastography assessment of liver fibrosis: society of
radiologists in ultrasound consensus conference statement,” Radiology
276(3), 845–861 (2015).

9. P. Bedossa, “Intraobserver and interobserver variations in liver biopsy
interpretation in patients with chronic hepatitis C,” Hepatology
20(1 Pt 1), 15–20 (1994).

10. A. Regev et al., “Sampling error and intraobserver variation in liver
biopsy in patients with chronic HCV infection,” Am. J. Gastroenterol.
97(10), 2614–2618 (2002).

11. L. Castera, X. Forns, and A. Alberti, “Non-invasive evaluation of liver
fibrosis using transient elastography,” J. Hepatol. 48(5), 835–847
(2008).

12. B. Coco et al., “Transient elastography: a new surrogate marker of liver
fibrosis influenced by major changes of transaminases,” J. Viral Hepat.
14(5), 360–369 (2007).

13. M. Yin et al., “Assessment of hepatic fibrosis with magnetic resonance
elastography,” Clin. Gastroenterol. Hepatol. 5(10), 1207–1213.e2
(2007).

14. H. Juergen Nord, “Biopsy diagnosis of cirrhosis: blind percutaneous
versus guided direct vision techniques—a review,” Gastrointest.
Endosc. 28(2), 102–104 (1982).

15. L. B. Seeff et al., “Complication rate of percutaneous liver biopsies
among persons with advanced chronic liver disease in the HALT-C
trial,” Clin. Gastroenterol. Hepatol. 8(10), 877–883 (2010).

16. V. Ratziu, “Pharmacological agents for NASH,” Nat. Rev. Gastroen-
terol. Hepatol. 10(11), 676–685 (2013).

17. B. A. Neuschwander-Tetri, “Lifestyle modification as the primary treat-
ment of NASH,” Clin. Liver Dis. 13(4), 649–665 (2009).

18. V. Ratziu, Z. Goodman, and A. Sanyal, “Current efforts and trends in
the treatment of NASH,” J. Hepatol. 62(1S), S65–S75 (2015).

19. D. P. Webster et al., “Development of novel treatments for hepatitis C,”
Lancet Infect. Dis. 9(2), 108–117 (2009).

20. J. Y. Jang and R. T. Chung, “New treatments for chronic hepatitis C,”
Korean J. Hepatol. 16(3), 263–277 (2010).

21. S. Singh et al., “Diagnostic performance of magnetic resonance elastog-
raphy in staging liver fibrosis: a systematic review and meta-analysis of
individual participant data,” Clin. Gastroenterol. Hepatol. 13(3), 440–
451.e6 (2015).

22. S. K. Venkatesh et al., “Non-invasive detection of liver fibrosis: MR
imaging features vs. MR elastography,” Abdom. Imaging 40(4), 766–
775 (2015).

23. L. Castéra et al., “Pitfalls of liver stiffness measurement: a 5-year prospec-
tive study of 13, 369 examinations,” Hepatology 51(3), 828–835 (2010).

24. R. Muthupillai et al., “Magnetic resonance elastography by direct visu-
alization of propagating acoustic strain waves,” Science 269(5232),
1854–1857 (1995).

25. S. K. Venkatesh et al., “Correlation of MR elastography with morpho-
metric quantification of liver fibrosis (Fibro-C-Index) in chronic hepa-
titis B,” Magn. Reson. Med. 72, 1123–1129 (2013).

26. J. Braun, K. Braun, and I. Sack, “Electromagnetic actuator for generat-
ing variably oriented shear waves in MR elastography,” Magn. Reson.
Med. 50(1), 220–222 (2003).

27. Y. K. Mariappan, K. J. Glaser, and R. L. Ehman, “Magnetic resonance
elastography: a review,” Clin. Anat. 23(5), 497–511 (2010).

28. S. K. Venkatesh, M. Yin, and R. L. Ehman, “Magnetic resonance
elastography of liver: technique, analysis, and clinical applications,”
J. Magn. Reson. Imaging 37(3), 544–555 (2013).

29. O. Rouvière et al., “MR elastography of the liver: preliminary results,”
Radiology 240(2), 440–448 (2006).

Fig. 9 Plot of the relative AUC for a quadratic observer as a function
of flip angle.

Journal of Medical Imaging 035502-8 Jul–Sep 2016 • Vol. 3(3)

Brand et al.: Task-based optimization of flip angle for fibrosis detection in T1-weighted MRI of liver

Downloaded From: http://medicalimaging.spiedigitallibrary.org/ on 01/26/2017 Terms of Use: http://spiedigitallibrary.org/ss/termsofuse.aspx

http://dx.doi.org/10.1172/JCI24282
http://dx.doi.org/10.1002/jmri.v36.2
http://dx.doi.org/10.1136/gut.2005.084475
http://dx.doi.org/10.1002/(ISSN)1527-3350
http://dx.doi.org/10.1016/j.cgh.2009.08.004
http://dx.doi.org/10.1016/j.cgh.2009.08.004
http://dx.doi.org/10.1002/(ISSN)1522-2586
http://dx.doi.org/10.1371/journal.pone.0047715
http://dx.doi.org/10.1148/radiol.2015150619
http://dx.doi.org/10.1002/hep.1840200104
http://dx.doi.org/10.1111/ajg.2002.97.issue-10
http://dx.doi.org/10.1016/j.jhep.2008.02.008
http://dx.doi.org/10.1111/jvh.2007.14.issue-5
http://dx.doi.org/10.1016/j.cgh.2007.06.012
http://dx.doi.org/10.1016/S0016-5107(82)73015-9
http://dx.doi.org/10.1016/S0016-5107(82)73015-9
http://dx.doi.org/10.1016/j.cgh.2010.03.025
http://dx.doi.org/10.1038/nrgastro.2013.193
http://dx.doi.org/10.1038/nrgastro.2013.193
http://dx.doi.org/10.1016/j.cld.2009.07.006
http://dx.doi.org/10.1016/j.jhep.2015.02.041
http://dx.doi.org/10.1016/S1473-3099(09)70020-9
http://dx.doi.org/10.3350/kjhep.2010.16.3.263
http://dx.doi.org/10.1016/j.cgh.2014.09.046
http://dx.doi.org/10.1007/s00261-015-0347-6
http://dx.doi.org/10.1002/hep.23425
http://dx.doi.org/10.1126/science.7569924
http://dx.doi.org/10.1002/mrm.25002
http://dx.doi.org/10.1002/(ISSN)1522-2594
http://dx.doi.org/10.1002/(ISSN)1522-2594
http://dx.doi.org/10.1002/ca.v23:5
http://dx.doi.org/10.1002/jmri.v37.3
http://dx.doi.org/10.1148/radiol.2402050606


30. R. Girometti et al., “Diffusion-weighted MRI in evaluating liver fibro-
sis: a feasibility study in cirrhotic patients,” Radiol. Med. 112(3), 394–
408 (2007).

31. A. K. P. Lim et al., “The relationship of in vivo 31P MR spectroscopy to
histology in chronic hepatitis C,” Hepatology 37(4), 788–794 (2003).

32. A. Manduca et al., “Magnetic resonance elastography: non-invasive
mapping of tissue elasticity,” Med. Image Anal. 5(4), 237–254 (2001).

33. M. NessAiver, All You Really Need to Know About MRI Physics, Simply
Physics, Baltimore, MD (1997).

34. A. E. Burgess, “Bach, breasts, and power-law processes,” Proc. SPIE
4324(617), 103–113 (2001).

35. A. E. Burgess, “Mammographic structure: data preparation and spatial
statistics analysis,” Proc. SPIE 3661, 642–653 (1999).

36. A. H. Baydush et al., “Computer aided detection of masses in mammog-
raphy using subregion Hotelling observers,” Med. Phys. 30(7), 1781
(2003).

37. H. H. Barrett and K. J. Myers, Foundations of Image Science, Wiley-
Interscience, Hoboken, NJ (2003).

38. K. J. Myers and H. H. Barrett, “Addition of a channel mechanism to the
ideal-observer model,” J. Opt. Soc. Am. A. 4(12), 2447–2457 (1987).

Jonathan F. Brand studied for his PhD under Lars R. Furenlid at the
University of Arizona in the College of Optical Sciences. His work was
in the development of classification techniques in medical imaging

using model observers. His current interest is in optical design and
image processing for biomedical applications.

Lars R. Furenlid is a professor at the University of Arizona and co-
director of the Center for Gamma-Ray Imaging, with appointments in
the Department of Medical Imaging (Radiology) and the College of
Optical Sciences. He is also a member of the Graduate Interdiscipli-
nary Degree Program in Biomedical Engineering and the Arizona
Cancer Center. Before moving to the University of Arizona, he was
a physicist at the National Synchrotron Light Source at Brookhaven
National Laboratory.

Tulshi Bhattacharyya received his BS degree in physiology from the
University of Arizona. He is a PACS analyst and research technician
at Banner University of Arizona Medical Center—Radiology Depart-
ment. Prior research in pathology includes work at the SAVAHCSALS
Brain Bank and University of Arizona Cancer Center.

Ali Bilgin is an associate professor with the Departments of Biomedi-
cal Engineering, Electrical, and Computer Engineering, and Medical
Imaging at the University of Arizona, Tucson, AZ. His current research
interests are in the areas of signal and image processing, and include
image and video coding, data compression, and magnetic resonance
imaging.

Biographies for the other authors are not available.

Journal of Medical Imaging 035502-9 Jul–Sep 2016 • Vol. 3(3)

Brand et al.: Task-based optimization of flip angle for fibrosis detection in T1-weighted MRI of liver

Downloaded From: http://medicalimaging.spiedigitallibrary.org/ on 01/26/2017 Terms of Use: http://spiedigitallibrary.org/ss/termsofuse.aspx

http://dx.doi.org/10.1007/s11547-007-0149-1
http://dx.doi.org/10.1053/jhep.2003.50149
http://dx.doi.org/10.1016/S1361-8415(00)00039-6
http://dx.doi.org/10.1117/12.431178
http://dx.doi.org/10.1117/12.348620
http://dx.doi.org/10.1118/1.1582011
http://dx.doi.org/10.1364/JOSAA.4.002447

